Magnetoresistance of Ru02-based resistance thermometers below 0.3 K 
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We have determined the magnetoresistance of Ru02-based resistors (Scientific Instruments (SI) 
RO-600) between 0.05 and 0.3 K in magnetic fields up to 8 T. The magnetoresistance is negative 
around 0.5 T and then becomes positive at larger fields. The magnitude of the negative magnetore- 
sistance increases rapidly as the temperature is lowered, while that of the positive magnetoresistance 
has smaller temperature dependence. We have also examined the temperature dependence of the re- 
sistance below 50 mK in zero magnetic field. It is described in the context of variable-range-hopping 
(VRH) conduction down to 15 mK. Hence, the resistors can be used as thermometers down to at 
least 15 mK. 
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I. INTRODUCTION 



As promising low-temperature thermometers, Ru02- 
based thick-film chip resistors have been introduced (for 
example 0] ) . The advantages of such resistors are repro- 
ducibility and reasonably small magnetoresistance. In 
order to implement the accuracy of the thermometry in 
magnetic fields, a lot of works has been devoted to the 
magnetoresistance measurements of Ru02-based resis- 
tors ^|-|rT|]. Unfortunately, the magnetoresistance seems 
to be dependent on the detail of the manufacturing pro- 
cess. In the case of commercial resisters, results vary even 
in the sign of the magnetoresistance depending upon the 
manufacturing company as summarized in Table 1] . 

Recently Ru02-based resistors produced by Scientific 
Instruments Inc. (SI) are used in many laboratories. 
However, there is no substantial publication on their 
magnetoresistance to the best of our knowledge. This 
is the motivation for our examining Si's resistors in this 
work. We focus on the temperature range of T < 0.3 K, 
where thermometry based on a physical quantity that 
is nominally independent of the magnetic fields is ex- 
tremely troublesome, and hence, information on the mag- 
netoresistance of resistance thermometers is extremely 
valuable. Note that the vapor pressure of ''He or '^He is 
no longer appropriate in this temperature range for the 
purpose. We have determined the magnetoresistance at 
temperatures down to 0.05 K in fields up to 8 T. 

In addition to the magnetoresistance, we investigate 
the applicability of the resistors below 0.05 K. Concern- 
ing Si's resistors, the calibration is commercially avail- 
able down to 0.05 K, while at present '^He-^He dilution 
refrigerators with base temperatures of 0.02 — 0.03 K are 
installed in many laboratories. Hence it should be a mat- 
ter of great interest how one can describe the temperature 
dependence of the resistance, or how well the calibration 



table is extrapolated to lower temperatures. 



II. EXPERIMENT 

We measured the resistance of two Ru02-based thick- 
film chip resistors (SI model RO-600A, S/N 1848 and 
1849) at temperatures T < 0.3 K using a ^He-^'He dilu- 
tion refrigerator. Magnetic fields up to B = 8 T were 
applied by means of a superconducting solenoid. The re- 
sistors are "exposed" (not canned) chips. One of them 
[Resister A (S/N 1848)] was placed so that the direc- 
tion of the magnetic field was parallel to the film. For 
the other [Resistor B (S/N 1849)], the direction of the 
magnetic field was perpendicular to the film, and hence, 
perpendicular to the current flow as well. The tempera- 
ture was determined by a "^He-melting-curve thermome- 
ter (MCT) The MCT was placed in a region where 
the magnetic field was always nominally zero, i.e., mag- 
netic fields applied for the magnetoresistance measure- 
ments were compensated in the region. Moreover, the 
•^He melting curve is known to have a sufficiently small 
magnetic-field dependence in the temperature range of 
this work [^. Hence, the temperature determined by 
the MCT is not affected by the magnetic-field applied 
for the magnetoresistance measurements at all. 

Both the resistors and the MCT were thermally con- 
nected to the mixing chamber of the refrigerator with 
thick cold fingers made of pure copper or pure silver. As 
for the resistors, the signal leads, which also act as a heat 
sink, were glued to one of the cold fingers with GE7031 
varnish. For the resistance measurements we employed 
ac methods at / < 25 Hz. The output voltage of the 
sample was detected by a voltage amplifier (DL Instru- 
ments 1201) and/or a lock-in amplifier (EG&G Princeton 
Applied Research 124A or Standford Research System 
SR830DSP) at T < 0.09 K. At T > 0.09 K, we used 
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a resistance bridge (RV-Elekroniikka AVS-45). We have 
confirmed that the resistance obtained by the two meth- 
ods agree with each other at T = 0.09 K. 
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FIG. 1. Relative change of resistance as a function 
of magnetic field for the two Ru02-based resistors at con- 
stant temperatures. The temperatures from top to bot- 
tom in units of K are 0.05, 0.06, 0.09, 0.12, 0.16, 0.20, 
0.24, respectively. The origin of each data set is ofi^- 
set for clarity. The solid curves represent the fits of 
AR{B)/RiO) = AiB^^^'ll + [B / Bl)-""^]-^ - AaB'/^ for Re- 
sistor A. 



III. RESULTS AND DISCUSSION 

A. Magnetoresistance 

The relative change of resistance AR/R and of the cor- 
responding apparent temperature AT/T, i.e., tempera- 
ture evaluated based on the R — T calibration table for 
B = 0, are shown in Figures |l| and ^, respectively, as 
functions of applied magnetic field for Resistors A and 
B. The two resistors are nominally identical (Note that 
their serial numbers are 1848 and 1849.) and the re- 
sistance at i? = agrees within 1% at all the temper- 
atures of the magnetoresistance measurements. Hence, 
the orientation dependence of the magnetoresistance can 
be probed by comparing the results of the two resistors. 
One sees in Figures |l| and || that the orientation depen- 
dence is much smaller than the magnitude of the mag- 
netoresistance. This characteristic is preferable from a 



practical point of view because the users do not have to 
be worried about the orientation. In usual case where 
the canned chip is used, one cannot even know the ori- 
entation of the film. 
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FIG. 2. Relative change of apparent temperature as a 
function of magnetic field at constant temperatures. The tem- 
peratures are the same as in Figure |l[ The origin of each data 
set is offset for clarity. 



TABLE I. Magnetic-field-induced relative resistance 
change [R{B) - R{0)]/R{0) in units of % at B = 0.5 T. 



Resistor 


0.05 K 


0.06 K 


0.09 K 


0.12 K 


0.16 K 


A 


-1.7 


-1.1 


-0.6 


-0.2 


0.0 


B 


-1.8 


-1.0 


-0.5 


-0.1 


0.0 



TABLE IL Magnetic-field-induced relative resistance 
change [R{B) — R{0)]/ R{0) in units of % at higher magnetic 
fields. The results for Resistors A and B are compared with 
the values in Ref. 14. 
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0.14 K 




0.28 K 
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Ref. [l4| 


A 


B Ref. |i^ 


2 T 


1.0 


1.3 


1.4 


1.5 


1.8 


1.3 


1.3 


1.4 1 


4 T 


3.6 


4.1 


4 


3.7 


4.0 


3.4 


3.1 


3.3 3 


6 T 


6.1 


6.6 


7 


5.6 


6.0 


5.3 


4.5 


4.7 5 


8 T 


8.2 


8.7 


8 


7.3 


7.7 


7 


5.6 


5.9 6 
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Now we shall look at the sign and the magnitude of the 
magnetoresistance. Negative magnetoresistance appears 
at low-field regime at T < 0.2 K, which is consistent 
with the information by SI referring to the existence 
of an initial small negative magnetoresistance at temper- 
atures below 0.25 K at low fields (less than about 1.5 T). 
The magnitude of the ne gati ve magnetoresistance, which 
is not described in Ref. grows rapidly as the tem- 
perature is lowered, and at T = 0.05 K for example, 
AR{B)/R{0) at B « 0.5 T is -2%, which is no longer 
"small" . In Table | is given AR{B) /i?(0) at B = 0.5 T 
at several temperatures. When the Ru02-based resistors 
are used as thermometers, the relatively strong tempera- 
ture dependence of the magnetoresistance reduce the ac- 
curacy of the temperature measurements, and hence, an 
appropriate care should be taken with the negative mag- 
netoresistance. The magnetic-field dependence at higher 
fields, on the other hand, is simple. In Table |l| we sum- 
marize the magnetoresistance ratio of Resistors A and B 
determined by the experiment at high fields. The val- 
ues given in the specifications ||l^ are also shown in the 
table. We find the magnetoresistance at high fields are 
described well by the values in the specifications. 
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FIG. 3. Parameters , A2, and BT obtained by fitting 
r = ri + r'2 [See Equations (hi), (H), and (H).] vs. temperature. 
The horizontal dotted line represents the average of B2, and 
the solid lines the best power- law fits for Ai and A2. 

As an empirical expression for 

r^[RiB)^R{0)]/R{0) (1) 

of the SI resistors at 0.05 K < T < 0.3 K, we propose 



,(B,T) = 0.838 T-"-^''! 5^/2 

- 220^-2■2^sl/^ 



B 
2.83 



-3/2 



H -1 



(2) 



where B and T are in units of T and mK, respectively. 
The underlying idea is as follows. Goodrich et al. mea- 
sured the magnetoresistance up to 18 T or 32 T and 
reported B^/^ dependence at B > 2.5 - 3 T ||ll[. In 
sufficiently low magnetic fields, on the other hand, mag- 
netoresistance should show B^ dependence irrespective of 
its origin so long as the symmetric relation r{—B) = r{B) 
holds. Based on these points, we introduce 



ri 



[B) EE AiB^/^ 



B 

'b* 



-3/2 



(3) 



where Ai > is a coefficient and Bl is the magnetic 
field characterizing the crossover of the field dependence. 
Note that ri « {AiBl~^''^)B^ for < B / Bl < 1 and 
ri K. for B/Bl > 1. We fit r = ri to the data in 

Figure at T = 0.20 K and 0.24 K, where only positive 
magnetoresistance is seen within the resolution of our 
measurements. The results for Resistor A is shown in 
the same figure. In order to express the negative magne- 
toresistance which is clearly seen at lower temperatures, 
we add 



r2{B) 



-A,B'/'~ 



B 



-3/2 



(4) 



where < A2 < Ai and < ^2 < -S*- In our resisters 
So ^ 0.1 T is found, and hence 



f2 



^A,B'/' 



(5) 



is a good approximation at i? > 0.1 T. The curves in 
Figure |l] for Resistor A at T < 0.16 K are the fits of 
r — ri + The fits yield the values shown in Fig- 
ure ^. The temperature dependences of Ai and A2 are 
described by the power law. This is the background of 
Equation (||). We have neglected the temperature vari- 
ation of Bl and used the average value 2.83 T. The de- 
viation from rap is shown in Figure |^. The data from 
Ref. |l^ are also plotted. All the data points at i? < 8 T 
are reproduced by Equation (0) within the error of 0.015. 
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FIG. 4. Deviation of the relative resistance change 
r = [R{B) - R{0)]/R{0) from rap given by Equation (||). The 
temperatures from top to bottom in units of K are 0.05, 0.06, 
0.08, 0.09, 0.12, 0.14, 0.16, 0.20, 0.24, 0.28, respectively. The 
origin of each data set is offset for clarity. 



B. Temperature dependence in zero magnetic field 

In Figure || the resistance in zero magnetic field is plot- 
ted as a function of T^^/^ in a semi- log scale. We find 
the temperature variation of the resistance for Resistor B 
at the lowest temperature range is described by 



R{T) cx cxp[(ro/r)P] 



(6) 



with p = 1/4. The temperature dependence of the resis- 
tance of Ru02-based resistors at low temperatures has 
been analyzed in terms of variable-range hopping (VRH) 
conduction [|,||,|,|l^,|l| . In some works @,|,|l5|, the ex- 
ponent p was treated as a fitting parameter and various 
values (0.14 < p < 0.71) were reported. According to the 
theory of VRH , p is determined by the dimensional- 
ity d and the shape of the density of states around the 
Fermi level. For d ~ 3 and the single-particle density of 
states g{E) expressed by 



(7) 



where Ep is the Fermi energy, the exponent p is given by 

n + 1 



For thick-Sim chip resistors d = 3 is reasonable, and the 
very small orientation dependence of the magnetoresis- 
tance that we saw in the preceding subsection is consis- 
tent with this idea. The present result, p = 1/4, sup- 
ports the constant density of states, n = 0, around the 
Fermi level rather than the Coulomb pseudo gap, n = 2. 
Good fits with p = 1/4 have also been reported for the 
resistors manufactured both by ALPS [y| and by Dale 
(RCWP575 II , RC550 Q). 
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FIG. 5. Resistance in zero magnetic field as a function of 
r~^'^^ for Resistor B. The line represents the best fit using the 
data between 0.05 K and 0.5 K. The fit is shifted downward 
for easier comparison. 



C. Applicability below 0.05 K 

At very low temperatures, resistors are easily over- 
heated, i.e., the measured temperature can be consider- 
ably higher than the real temperature. An obvious source 
of the overheating is the Joule heat P = by the 
bias current / for the resistance measurements. Besides 
P, however, there can be other sources of overheating, 
such as the energy dissipation due to the high-frequency 
noise, due to the induced current by a ground loop, due 
to the thermoelectric power, and so on. Heat conduction 
through the electrical leads can be other source of heat 
input in case of improper thermal anchoring. Because 
of these, it is not an easy task to ensure the absence of 
overheating in experiments. Fortunately, in the present 
case, we can determine whether overheating is present 
or not, because the temperature dependence of the resis- 
tance given by Equation with p = 1/4 is reasonably 
expected to hold even at temperatures lower than 0.05 K. 

In order to estimate how small the heat fiow into the 
resistors should be, we measured the resistance at var- 
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ious bias currents in zero magnetic field. In Figure ^ 
we show P vs. the temperature of the resistor deter- 
mined from its resistance. During the measurements, the 
temperature of the mixing chamber was always lower 
than 6 mK. All the data points align on straight lines, 
i.e.. 



(9) 



holds, where Q is the heat input to the resistor, which 
must be dominated by P when Tr ^ T,„ as in Figure ||, 
and A is a coefficient. The dashed lines in Figure |6| rep- 
resent fits of Equation (j^. We obtain q = 3.5 ± 0.1 and 
logio ^ ^ -5.9 ± 0.02 for Resistor A, and q = 3.4 ± 0.1 
and logj^Q A = —6.0 ± 0.03 for Resistor B, where A is in 
units of W/K«. 
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FIG. 6. Measuring power vs. the temperature of the resis- 
tor determined from its resistance. During the measurements, 
the temperature of the mixing chamber was lower than 6 mK. 

Although the lowest temperature in Figure H, — 
49 mK, is much higher than T™, we expect that the de- 
pendence of Equation (^) holds even for much smaller 
heat input. In this case, we should modify the equation 
as 



(10) 



because should be equal to Tm when Q = 0. We 
should note that this relationship is expected when there 
is a distinct bottleneck in the path of heat flow from elec- 
tron system in the sensor to the refrigerator. Possible 
sources of such bottleneck are poor electron-phonon cou- 
pling in the Ru02, the Kapitza resistance, and the ther- 
mal resistance of electrically insulating material. Unfor- 
tunately, we cannot identify which is the case at present. 
If Equation (|l^) holds for arbitrary Tm and T,. , it means 
that the thermal impedance 



lim 



AT 



(11) 



between the electron system and the refrigerator is pro- 
portional to T-«+\ where AT = Tr - T^- Such power- 
law dependence of Z on T has been reported for Ru02- 
based resistors 0. 

Using an approximation of Equation ( |lo|) in the limit 
of AT<T™, 



Q « Ag(Ar/r,)r/, 



(12) 



we can evaluate the maximum value allowed for Q, which 
is simultaneously the upper bound for P, for a given ac- 
curacy in temperature determination, AT/T^. For ex- 
ample, in order to achieve AT/Tr < 0.01, P < 0.2 pW 
is required at 30 mK and P < 5 fW at 10 mK. Keeping 
P sufficiently low, we measured the resistance down to 
6 mK as shown in Figure 0. For T > 15 mK the resis- 
tance is described well by Equation (^ with p = 1/4, and 
hence the resistors are applicable. The temperature de- 
pendence of resistance levels off below 15 mK in spite of 
small excitation current. This leveling-off is explained if 
we assume the excess heat input to the resistor of about 
0.1 pW. 
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FIG. 7. Resistance as a function of T^^l-^ for both the 
resistors. 



IV. CONCLUSION 

We have determined the magnetoresistance of Ru02- 
based resistors produced by Scientific Instruments Inc. 
between 0.05 K and 0.3 K in magnetic fields up to 8 T. 
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Negative magnetoresistance is observed around 0.5 T, 
and its magnitude grows rapidly as the temperature is 
lowered. Positive magnetoresistance at high magnetic 
fields has smaller temperature dependence, and its mag- 
nitude is consistent with the information provided by the 
company. We have also investigated the characteristics 
of the resistors below 50 mK in zero magnetic field. The 
resistors are applicable down to at least 15 niK. 
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